Abstract: Broadly speaking, acoustic streaming is generated by a nonlinear acoustic wave with a finite amplitude propagating in a viscid fluid. The fluid volume elements of molecules, dV, are forced to oscillate at the same frequency as the incident acoustic wave. Due to the nature of the nonlinearity of the acoustic wave, the second-order effect of the wave propagation produces a time-independent flow velocity (DC flow) in addition to a regular oscillatory motion (AC motion). Consequently, the fluid moves in a certain direction, which depends on the geometry of the system and its boundary conditions, as well as the parameters of the incident acoustic wave. The small scale acoustic streaming in a fluid is called "microstreaming". When it is associated with acoustic cavitation, which refers to activities of microbubbles in a general sense, it is often called "cavitation microstreaming". For biomedical applications, microstreaming usually takes place in a boundary layer at proximity of a solid boundary, which could be the membrane of a cell or walls of a container. To satisfy the non-slip boundary condition, the flow motion at a solid boundary should be zero. The magnitude of the DC acoustic streaming velocity, as well as the oscillatory flow velocity near the boundary, drop drastically; consequently, the acoustic streaming velocity generates a DC velocity gradient and the oscillatory flow velocity gradient produces an AC velocity gradient; they both will produce shear stress. The former is a DC shear stress and the latter is AC shear stress. It was observed the DC shear stress plays the dominant role, which may enhance the permeability of molecules passing through the cell membrane. This phenomenon is called "sonoporation". Sonoporation has shown a great potential for the targeted delivery of DNA, drugs, and macromolecules into a cell. Acoustic streaming has also been used in fluid mixing, boundary cooling, and many other applications. The goal of this work is to give a brief review of the basic mathematical theory for acoustic microstreaming related to the aforementioned applications. The emphasis will be on its applications in biotechnology.
Introduction
When a continuous sinusoidal acoustic wave propagates in an inviscid fluid, it forces the fluid elements to oscillate sinusoidally in the wave propagation direction; if the corresponding particle velocity v of a fluid element is much smaller than the speed of sound, c 0 , in the fluid, this acoustic wave is called a "linear acoustic wave". Its main characteristic is that the superposition principal holds during its propagation, and c 0 is not a function of the frequency of the acoustic wave. Consequently, the wave shape will not change during propagation, and the time-averaged flow velocity of a fluid element is zero. However, when the amplitude of the acoustic wave increases, the above-described condition for the superposition principal is no longer valid; this type of acoustic wave is called a "finite amplitude nonlinear acoustic wave". Therefore, the time-average of the second order of each fluid element's oscillatory velocity has a time-independent (DC) component velocity in addition to a sinusoidal oscillatory velocity; this DC velocity is called "acoustic streaming". It is important to be aware that acoustic streaming only occurs in a viscous fluid. General speaking, acoustic streaming can be divided into two categories according to the scale of the fluid system (l) in relation to the wavelength (λ) of the acoustic wave. When l >> λ, it is called "Eckart" streaming [1] . Eckart streaming is generated by the energy transfer from the acoustic wave to the kinetic energy of the DC flow motion through the dissipation of the acoustic wave in a bulk fluid via the absorption of the fluid. While δ l λ, it belongs to "Rayleigh" streaming, where δ = µ πρ f is called the viscous boundary layer thickness, µ is dynamic viscosity, ρ is the density of the fluid, and f is frequency of the acoustic wave. Rayleigh streaming is also called "boundary related" streaming [2] [3] [4] . The goal of this article is to give readers a brief review of the basic theoretical background related to acoustic streaming, i.e., how it is generated by an acoustic wave. The main focus is on the acoustic streaming in a fluid generated by applications of ultrasound of sub-megahertz and megahertz frequency. Its major applications include promoting fluid mixing and targeted drug delivery in the biomedical field.
The Reynolds number (Re) is a parameter used to describe the characteristics of the flow, which is defined as Re = ρvl/µ. Due to the small scale of dimension l of a microfluidic device, the associated Reynolds number is also small, and as a result, turbulence usually cannot form, although it may involve with a vortex-like rotational flow to a certain degree, which will be discussed in detail in a later section. In summary, acoustic streaming induced by ultrasound provides a simple and effective way to induce fluid mixing. Biomedical applications involve the application of the shear stress associated with microstreaming generated by oscillating microbubbles in microfluidic devices for in vitro targeted drug delivery biological assays [5, 6] via a technique called "sonoporation". Like electroporation [7] , sonoporation refers to ultrasound-triggered partial cell membrane disruption to form pores on the membrane with dimensions from tens of nanometers to several micrometers, significantly enhancing cell membrane permeability to macromolecules. If the pores are minute, they may be repaired by the living cell automatically; therefore, it is called "reparable sonoporation". Thus, sonoporation is a potential tool for gene-and drug-delivery applications in medicine. The widely accepted biophysical mechanism of sonoporation involves the shear stress due to the rapid drop of microstreaming velocity near a boundary [8] .
The acoustic pressure wave causes microscopic gas pockets stably residing on the wall of a microfluidic device or cell membranes to oscillate and grow via a process of asymmetric rectified diffusion, i.e., the gas in-flow during the bubble expansion due to the rarefaction half cycles of the incident wave is greater than the gas out flow when the bubble is compressed by the other half of the compression periods of the incident acoustic wave on site [9] ; consequently, the gas pocket grows to become a so-called "cavitation bubble" of sub-millimeter to millimeter scale, which happens to be the resonance size corresponding to incident acoustic frequency of sub-megahertz and megahertz. The high amplitude oscillations of the nonlinear cavitation bubble excited by the incident acoustic wave generates microstreaming in the proximity of bubbles. Steady DC flow patterns were observed near an oscillating bubble [10, 11] . In the vicinity of an oscillating bubble, the microstreaming DC velocity and the oscillatory AC velocity drop rapidly near the membrane of the cell in the proximity of the cavitation bubble to satisfy the nonslip boundary condition at the membrane. The velocity gradient generates the local DC and AC shear stress to the membrane. It was observed that the DC shear stress plays the dominant role [12] . This maximum DC shear stress is given by the following
2 /R 0 , where v 0 is the amplitude of the sinusoidal particle velocity and R 0 is the radius of the equilibrium bubble or other vibrating source [12, 13] . The cell assembles are "massaged" by the shear stress. Depending on the strength and duration of the "massage", the porosity on the cell membrane may be generated and the cell membrane becomes temporarily permeable to DNA and drug molecules. The intensity of the gas bubble's oscillation can be controlled by adjusting the amplitude of the incident ultrasound. Under ultrasound of moderate intensity, the porous cell membrane can be patched by the cell itself. Reparable sonoporation can be used as a technique for targeted drug delivery [14] [15] [16] [17] [18] [19] [20] [21] [22] . Acoustic streaming DC flow generated by ultrasound has also been used to deliver antibiotic chemicals to mitigate a biofilm [23, 24] .
Ultrasound has been widely used for clinical imaging. The encapsulated microbubbles (EMB) are used as the contrast agent, which can enhance the contrast of the ultrasound image significantly. EMB has also been used in preclinical medical applications to treat various diseases, and it plays primary role in sonoporation to deliver drugs.
Recently, the high frequency surface acoustic wave (SAW) has been applied in microfluidic systems and has received increasing attention from the research community [25] . The primary advantage of a microfluidic device is its miniaturization, whereby acoustic energy is localized to the interface of a substrate [26, 27] . As a versatile method for particle manipulation, SAW-based microfluidic devices have been widely applied to manipulate various objects, such as polystyrene micro-spheres, microbubbles [28] [29] [30] [31] [32] , as well as the local heating [33] .
The Fundamental Theory of the Acoustic Streaming
The basic equations include the conservation of mass and Navier-Stokes equation of the fluid mechanics; respectively, they are:
where v is the flow velocity vector, P is the pressure of a fluid, η and µ are the bulk and the shear viscosities of the fluid respectively; both are independent of density ρ. Here, we assume the wave propagation is isentropic/adiabatic process. Using the Taylor expansion of the instantaneous pressure of the fluid as a function of ρ, P(ρ), we have the following by neglecting the time dependent terms:
where P 0 is the atmospheric equilibrium pressure, ρ is the density fluctuation caused by the acoustic wave, c 0 and c are the acoustic propagation velocity for the linear and nonlinear waves of the liquid respectively, and s is the entropy of the fluid. We start with
where ε is a small parameter of the first-order, v 1 , v 2 , ρ 1 , ρ 2 are the first-order and the second-order of the particle velocities and density fluctuations respectively, we substitute Equations (3) and (4) into Equations (1) and (2), we obtain the first-order equations:
and the second-order equation: The first-order acoustic field is curl-free, i.e.,
1 /2 . By using Equations (5) and (6), Equations (7) and (8) can be simplified as
, which is the energy per unit volume of the linearized acoustic wave. Since any vector field can be expressed as the sum of its divergence and rotation, performing "∇·" and "∇ × " to both sides of Equation (10), we obtain:
and
where
From Equation (12), for an inviscid fluid, if R 2 = 0 initially, since
∂t = 0, it will keep zero for the rest of time. In other words, the vorticity R 2 originates from viscosity.
As an example, let us start a first-order acoustic wave as
where P 1 (r) and P 2 (r) are spatial functions. Thus, we obtain:
Further from Equations (14) and (15), we obtain:
here ∇ρ 1 × ∇ ∂ρ 1 ∂t becomes time-independent. Therefore, substituting Equation (15) into the right side of Equation (12) , which becomes the steady-state given by:
In an infinite free space, the above equation has the following solution [33] : which implies there is a time-independent direct flow (DC flow) in a viscous fluid, which is called "acoustic streaming". As a typical example of Eckhart's streaming, let us consider the streaming in a finite rigid cylindrical tube of radius ρ = a. We further assume the tube is terminated with a perfect absorber to avoid reflection at the end of the tube. An acoustic wave transmitter located at the mouth of the tube emanates an acoustic wave propagating along the axial direction of the tube (z-direction). The tube is completely sealed, and no energy exchange takes place with outside of it. We may let the first-order traveling wave expressed as
where P(ρ) is a spatial function. Noting the relationships between the polar and Cartesian coordinates: e ρ = cos ϕe x + sin ϕe y , and e ϕ = − sin ϕe x + cos ϕe y , Equation (16) can be expressed as
Substituting Equations (19) and (20) into Equation (16), we obtain:
Here ∇ 2 R 2 has only e ϕ component and independent of ϕ. Clearly R 2 also has only a component in e ϕ direction, i.e.,
which can be simplified as:
Performing integration on the above equation, we obtain: (24) where N and M are integration constants. In order to make f (ρ) is finite at ρ = 0, M should be zero. Equation (24) becomes
In cylindrical coordinates, we have
As derived above, ∇ × v 2 in in e ϕ direction, v 2ρ = v 2ϕ = 0, only in z − direction is not zero. Therefore,
we obtain where
Here, we used nonslip boundary condition, i.e., v 2z (a) = 0. To determine the other constant N, we need another condition of flow. One reasonable condition is for a steady flow, the total mass flow at any cross section should be zero:
Equations (28)- (30) are the basic equations to determine the acoustic streaming inside a tube. As an example, we describe the pressure amplitude of an acoustic wave generated by the acoustic transducer as follows:
where ρ 0 is the beam-width of the acoustic wave. We first calculate
Substituting the results into Equation (29), we obtain when ρ > ρ 0 ,
From Equation (28) v 2z (ρ) = bw(ρ) + 2N a 2 − ρ 2 , and Equation (30) a 0 v 2z (ρ)ρdρ = 0, we obtain:
when ρ ≤ ρ 0 ,
As shown in Figure 1 , the direction of the acoustic streaming generated by a transducer points to the wave propagation direction (z-direction) within the acoustic beam (0 ≤ ρ ≤ ρ 0 ), outside the acoustic beam (ρ 0 < ρ < a), the direction of the acoustic streaming is anti-parallel to the propagation diection of the acoustic wave. This above-derived formulas are based on the simple mathematical model; they can't be used at the beam boundary (ρ = ρ 0 ) and the wall's boundary. Within the boundary, acoustic streaming will be described by Rayleigh streaming as follows.
to the wave propagation direction (z-direction) within the acoustic beam (0 ≤ ≤ ), outside the acoustic beam ( < < ), the direction of the acoustic streaming is anti-parallel to the propagation diection of the acoustic wave. This above-derived formulas are based on the simple mathematical model; they can't be used at the beam boundary ( = ) and the wall's boundary. Within the boundary, acoustic streaming will be described by Rayleigh streaming as follows. Nyborg [4] introduced the concept of "the effective force" experienced by viscous fluid elements due to an incident nonlinear acoustic wave. We consider the time-average of the mass conservation of Equation (1) Nyborg [4] introduced the concept of "the effective force" experienced by viscous fluid elements due to an incident nonlinear acoustic wave. We consider the time-average of the mass conservation of Equation (1) for the linear wave, since
Thus, for acoustic streaming, the fluid can be approximately considered as incompressible. Let's define the temporal mean of Q as:
From the conservation of momentum, we can write the following:
Performing the time-average on both sides of Equation (37), we obtain:
On the other hand, under the external force, F e (all forces mentioned here are force per unit volume), the viscous fluid's dynamic equation can be written as:
For incompressible fluid, ∇·v = 0; if the flow is a steady flow, the external force is to balance the viscous resistance force and does not change the momentum of the fluid, so ρ dv dt = 0, thus
Comparing Equation (41) with Equation (38), F is equivalent to F e , which can generate the acoustic streaming, and therefore called the effective force. To eliminate ∇ P in Equation (41), here we perform ∇× to both sides of Equation (41) and using R = ∇ × v and ∇ × ∇ × R = ∇(∇· ∇ × v) ) − ∇ 2 R = −∇ 2 R, we derive the following:
Therefore, ∇ × F is called the "strength of vorticity source". Letting
. ., and F = F 1 + F 2 + . . ., since the time-averaged first order quantities are all zero, thus where
where F 2 is also called the Reynolds stress force [3] . Further performing the time average on Equation (1), we obtain:
i.e., ∇· v 2 = − 1
From Equation (42), we obtain:
and −µ∇ × ∇ × v 2 ≈ F , or µ∇ 2 v 2 = F , where R 2 ≡ ∇ × v 2 , here we used the identity:
Once the first-order acoustic field is calculated, Equation (44) will allow us to calculate the Reynolds stress force; therefore, Equation (47) may allow us to calculate the streaming velocity v 2 . We let v 1 = v a + v µ = ∇ϕ + ∇ × Ψ, the first-order particle velocity satisfies:
Substituting v 1 = v a + v µ into Equation (44), i.e.,
here we used ∇·v µ = 0. We here introduce a simple method. Letting
The boundary conditions are:
Equivalently they are as:
Assuming the acoustic wave propagates along x direction, i.e., ϕ(
Substituting them into Equation (50), we obtain:
Due to the symmetric nature, we choose ϕ(y) as an even function of y and Ψ(y) as an odd equation of y, i.e.,
Thus from Equations (53) and (54), 
The boundary conditions lead to ik x cosh(αH/2) + β cosh(βH/2) = 0, and αsinh(αH/2) − ik x sinh(βH/2) = 0 (59) Equation (58) leads to
Equation (59) is the eigen-function equation of the wave propagation vector k x . In the common ultrasound frequencies, the wavelength is much larger than the viscous boundary thickness, i.e., λ
1. Near the border, we have cos h(αy) ≈ 1, sin h(βy) ≈ βy, and cos h(βy) ≈ exp(βy)/2, sinh(βy) ≈ − exp(−βy)/2, therefore, Equation (58) gives us the following:
where v 0 = −ik x ϕ 0 . Since Equation (51) is a homogeneous equation, we may seek a standing wave solution to satisfy the boundary conditions at y = −H/2, i.e.,
where k x ≈ k a ≈ 2π f c 0 = k 0 and ∇ × v a = 0. As far as v µ v µx , v µy , its divergence is zero, and the standing wave solutions are as follows;
Please note that Equations (64) and (65) are valid only near the rigid boundary (0 < y < δ) as shown in Figure 2 . Substituting Equations (62)-(65) into Equation (50), now we can calculate the effective force: F x , and F y as where f (y) and g(y) are functions of y. The acoustic streaming velocity v 2 is tedious, but can be done with assistance of the numerical calculation [35] . The approximation relations are expressed as
where F(y) and G(y) are decaying functions of y. The spatial period of the standing wave is twice that of vortex-rings in boundary layers as shown in Figure 3b .
Please
where ( ) and ( ) are functions of . The acoustic streaming velocity 〈 〉 is tedious, but can be done with assistance of the numerical calculation [35] . The approximation relations are expressed as
where ( ) and ( ) are decaying functions of y. The spatial period of the standing wave is twice that of vortex-rings in boundary layers as shown in Figure 3(b) . 
Applications of Acoustic Microstreaming
Ultrasound imaging is a very popular modality in medicine because it is relatively inexpensive, convenient, and does not involve radiations. The principle of ultrasound imaging is based on scattering signals and reflected echoes from the interfaces formed by different tissues of different 
Ultrasound imaging is a very popular modality in medicine because it is relatively inexpensive, convenient, and does not involve radiations. The principle of ultrasound imaging is based on scattering signals and reflected echoes from the interfaces formed by different tissues of different acoustic impedances; the greater the difference of the acoustic impedances, the stronger the signal; thus the image is clearer. Acoustic impedance is defined as the product of the speed of sound and the mass density of the tissue. However, the impedance difference is rather small among most soft tissues, which leads to poor contrast of the image compared with that of the Magnetic Resonance Imaging (MRI). In order to enhance the contrast, encapsulated microbubbles were created in the 1990s. Optison (GE Medical Diagnostics, Princeton, NJ, USA, approved in 1997) and Definity spheres (Lantheus Medical Imaging, Billerica, NJ, USA, approved in 2001) are two brand names for diagnostic ultrasound imaging contrast agents that were approved by the Food and Drug Administration (FDA) in the USA. They consist of micron-sized, denatured, hollow albumin microbubbles of shell thicknesses of about 10 nm and are filled with an inert gas such as octafluoropropane. The microbubble mean diameter is generally in the range of 2-5 µm. The acoustic impedance of the encapsulated bubble is mainly determined by the gas enclosed by the thin lipid layer, which is much smaller than that of soft tissue. Therefore, contrast of the image is greatly enhanced. For example, the image of blood flow in cardiac application is much clearer with the contrast bubbles. It was found in the later 1990s that the encapsulated gas microbubbles (EMB) could oscillate vigorously under excitation by ultrasound (US), and microstreaming was generated [10] , as shown in Figure 4 , which could make membranes of nearby cells temporarily 'open' letting macro-molecules, such as DNA, and peptides enter the cell. Figure 5 shows an acoustic streaming pattern generated by a transducer of 32 MHz submerged in distilled water with a suspension of corn starch as the tracer. Figure 6 is an illustration of a microfluidic device that consists of two pairs of interdigital (IDT) devices, with each pair facing each other; this configuration can generate a two-dimensional standing SW field. Bubbles whose radii are smaller than the wavelength accumulating at antinodes of the standing wave experience a high level of excitation. In this two dimensional case, the shear stress σ = µ and peptides enter the cell. Figure 5 shows an acoustic streaming pattern generated by a transducer of 32 MHz submerged in distilled water with a suspension of corn starch as the tracer. Figure 6 is an illustration of a microfluidic device that consists of two pairs of interdigital (IDT) devices, with each pair facing each other; this configuration can generate a two-dimensional standing SW field. Bubbles whose radii are smaller than the wavelength accumulating at antinodes of the standing wave experience a high level of excitation. In this two dimensional case, the shear stress = ( + ). Nano-scale liposomes, due to their small size and long circulation time in tumor blood vessels, have been preferentially used to deliver chemotherapeutic agents into tumors and maintain a high concentration in situ, [36] . Furthermore, drugs entrapped in liposomes can be released in response to local temperature elevation. Heat-responsive drug delivery, which takes advantage of low-melting point of membrane lipids, has attracted increasing attention because of its low-toxicity [37] . When the local temperature reaches the phase-transition temperature of lipid bilayers between 41 °C and 43 °C, the membrane of temperature-sensitive liposomes (TSL) undergoes a phase transition from a gel phase to a liquid crystalline phase. The permeability of the membrane increases significantly due to the cavitation microstreaming to promote the release of the encapsulated drugs from liposomes. The localized temperature rise is generated by the absorption of the focused high frequency SW. Nano-scale liposomes, due to their small size and long circulation time in tumor blood vessels, have been preferentially used to deliver chemotherapeutic agents into tumors and maintain a high concentration in situ, [36] . Furthermore, drugs entrapped in liposomes can be released in response to local temperature elevation. Heat-responsive drug delivery, which takes advantage of low-melting point of membrane lipids, has attracted increasing attention because of its low-toxicity [37] . When the local temperature reaches the phase-transition temperature of lipid bilayers between 41 • C and 43 • C, the membrane of temperature-sensitive liposomes (TSL) undergoes a phase transition from a gel phase to a liquid crystalline phase. The permeability of the membrane increases significantly due to the cavitation microstreaming to promote the release of the encapsulated drugs from liposomes. The localized temperature rise is generated by the absorption of the focused high frequency SW.
Preclinical Applications of Sonoporation with EMBs
Most preclinical research focuses on tumor/cancer treatments of organs and tissues that are readily accessible by EMBs. The increasing knowledge of cellular and molecular mechanisms for human disease allows sonoporation to become a promising therapeutic alternative. Sonoporation for site-specific gene or drug delivery using EMBs has been extensively studied in cells in vitro. For example, Farokhzad et al. [38] pre-mixed plasmid DNA with Optison ® as the carrier, and applied a therapeutic ultrasound of 1 MHz, 30% duty cycle, spatial and temporal averaged intensity of 2 W/cm 2 for 0-30 min, to mediate gene delivery. Their results revealed that Optison ® microbubbles enhanced gene transfection by increasing the number of plasmids in the cells, and also by distributing the plasmids to more cells, without significant decrease in cell viability. Their results also demonstrated that Optison ® mainly affects the cytoplasmatic membrane, without interfering with intracellular DNA trafficking. As seen from Figure 5A , when DNA was first incubated with Optison ® , transfection efficiency was significantly higher than that achieved when therapeutical ultrasound (TUS) was applied alone for 10, 20, and 30 min (p < 0.05). This high transfection efficiency effect was also confirmed by fluorescent microscopy ( Figure 5B ), demonstrating an increase in the number of cells expressing green fluorescent protein (GFP) when adding Optison ® . The total fluorescence level was also significantly enhanced (p < 0.05) when Optison ® was pre-incubated with the DNA when compared to cells treated with TUS alone ( Figure 5C ). The results demonstrated that when US was applied for 30 min to cells, in the presence of Optison pre-incubated with DNA, the percent of cells expressing GFP increased from 28 ± 6% to 44 ± 8% ( Figure 5D ). From these studies it was also clear that the relative fluorescence enhancement indicates that more copies of plasmids entered cells.
Alter et al. [39] mixed phosphorodiamidate morpholino oligomers and plasmids with three different kinds of EMB spheres for their studies. Other approaches included therapeutic agents which were durably bound into the microbubble structure: plasmids were incorporated into microbubbles during the synthesis of albumin-shelled agents in an animal study. While the exact binding mechanism between the agent and the bubble was still elusive, the covalent bond was one possible stable linkage reported. It was discovered that ultrasound-mediated microbubble vascular disruption can enhance tumor responses to ionizing radiation in vivo [39] . Results indicate that there is a synergistic effect in vivo with combined single treatments of ultrasound-stimulated microbubble vascular perturbation with ionizing radiation inducing a more than10-fold greater cell destruction than with ionizing radiation alone. Thus, in vivo experiments with ultrasound combined with bubbles allow radiation doses to be decreased significantly to give a comparable effect. In order to ensure that microbubbles replenished the microvasculature between US pulses designed to cause microbubble disruption, the US pulse sequence for mouse treatments [40] was a 10% duty cycle within a 50-ms window every 2 s for a total active insonification time of 750 ms over 5 min, with an overall duty cycle of 0.25%. Microbubble disruption was carried out using a diagnostic ultrasound exposure of p = 570 kPa and a low mechanical index (0.76).
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Ischemic stroke is caused by the interruption of the blood flow to the brain. Stroke is a relatively common disease, particularly in senior citizens. Catheter-type ultrasound transducers to aid release 
Ischemic stroke is caused by the interruption of the blood flow to the brain. Stroke is a relatively common disease, particularly in senior citizens. Catheter-type ultrasound transducers to aid release of therapeutic drugs such as urokinase carried by EMBs have been used to increase the effectiveness of thrombolytic agents such as tissue plasminogen activator (t-PA); in contrast, controls treated with either ultrasound (490 KHz, spatial and temporal averaged intensity of 0.13 W/cm 2 ) or microbubbles alone showed no effect in reducing thrombolysis. It is also known that the efficacy of t-PA decreases dramatically two hours after the stroke takes place. Intracranial clot lysis was also achieved in the arteries of swine [41] using thrombolytic agents with intravenous microbubbles assisted by therapeutic ultrasound. Alexandrov et al. [42] performed a pilot randomized clinical safety study for acute ischemic stroke involving sonothrombolysis using perfutren-lipid microbubbles administered intravenously (i.v.) and assisted by ultrasound excitation (2 MHz pulsed ultrasound with output power less than 720 mW measured by hydrophone; detailed information of US parameter was not reported in the literature). They reached the following conclusion: Perflutren microbubbles reached and permeated beyond intracranial occlusions with no increase in symptomatic intracranial hemorrhage after systemic thrombolysis. This suggested the feasibility of further microbubble dose-escalation studies, and the development of drug delivery to tissues with compromised perfusion.
Cancer Treatment
Numerous studies have been emerging for the treatment of cancer using sonoporation and targeted drug delivery (TDD) [38, 39] . Compared with the serious adverse systemic side-effects and low efficacy associated with the use of chemotherapeutic drugs alone, TDD and sonoporation can reduce the required dose of chemotherapeutic drugs and improve their efficacy significantly. Heath et al. [43] delivered cisplatin and cetuximab with microbubbles into cancer-bearing mice. A significant reduction in tumor size was observed; an increased number of apoptotic cells was seen following the treatment, compared to that with chemotherapeutic agents alone. Using tumor-bearing mice as a model, Sorace et al. [44] studied the effects of TDD on the efficiency of drug uptake due to a systematic change of cell permeability by sonoporation. They reported that membrane permeability appeared to be dependent on ultrasound exposure parameters (acoustic amplitude, frequency, sonication time etc.); the resultant cancer cell death rate increased by over 50% compared with that from the chemotherapy treatment alone.
Brain diseases such as Parkinson's and Alzheimer's (AD) are difficult to treat clinically. One of hurdles is that neurons are tightly "sealed" by endothelial cells which form the so-called the blood-brain barrier (BBB). The BBB is a layer of tightly joined cells that line the blood vessels of the brain. It is used to prevent disease and preserve health by keeping harmful substances (such as toxins and infectious agents) from entering the brain. Unfortunately, this barrier also prevents certain drugs from reaching adequate concentrations in their targets within the brain, and there are limited options for circumventing the BBB to deliver them. The blood-brain barrier restricts the passage of substances from the bloodstream much more than do the endothelial cells in capillaries elsewhere in the body. Noninvasive, transient, and local blood-brain barrier disruption (BBBD) has been demonstrated following focused ultrasound exposure in animal models [45, 46] . Most studies have combined low pressure amplitude and low time-averaged acoustic power burst sonications with intravascular injection of pre-formed micro-bubbles to produce BBBD without damage to neurons. For example, Samiotaki et al. [47] used pulsed US (center frequency 1.5 MHz, pulse length between 67 µs and 6.7 ms, and acoustic pressure amplitude ranging from 0.30 to 0.60 MPa) and T1-weighted magnetic resonance imaging (MRI) to quantify permeability changes. The BBB has been shown to reseal within a few hours of the US exposure. The MR image guided focused ultrasound beams allow precise anatomical targeting, as demonstrated by the delivery of several marker molecules in different animal models. This method may, in the future, have a significant impact on the diagnosis and treatment of central nervous system (CNS) disorders. Most notably, the delivery of chemotherapy agents (liposomal Doxorubicin and Herceptin) has been demonstrated in a rat model. Noninvasive, transient, and local image-guided blood-brain barrier disruption has been accomplished using focused ultrasound exposure with intravascular injection of microbubbles. The delivery of several marker molecules has been demonstrated in different animal models with minimal or no damage to the brain tissue.
Amyloid-β (Aβ) peptide has been connected with the pathogenesis of Alzheimer's disease (AD). Ultrasound assistant cavitation bubbles have been shown to be able to overcome the BBB. By overcoming BBB, Leinenga et al. [48] applied repeated scanning ultrasound with bubbles to treat the mouse brain to remove Aβ without the need for any additional therapeutic agent such as anti-Aβ antibody. An integrated focused ultrasound system was used (TIPS, Philips Research, Eindhoven, The Netherlands), which consisted of an annular array transducer with a natural focus of 80 mm, a radius of curvature of 80 mm, a spherical shell of 80 mm with a central opening 31 mm in diameter, a 3D positioning system, and a programmable motorized system to move the ultrasound focus in the x and y planes to cover the entire brain area. A coupler mounted to the transducer was filled with degassed water and placed on the head of the mouse with ultrasound gel for coupling, to ensure propagation of the ultrasound to the brain. The focal zone of the array was an ellipse of about 1.5 mm × 1.5 mm × 12 mm. They optimized the ultrasound settings and used p = 0.7 MPa, 10-Hz pulse repetition frequency, 10% duty cycle, and 6-s sonication time per spot. This method may potentially open a new era in CNS targeted drug delivery. is color-coded acoustic streaming field distribution in the same system adapted from [48] . Reproduced with permission from [33] .
Conclusions
In this work, a brief review of the basic mathematic theory is provided to describe how boundary-associated acoustic streaming can be formed, and a DC fluid flow can be generated by an AC ultrasonic wave. Two necessary conditions for forming an acoustic streaming are: (1) Nonlinear wave propagation; and (2) A viscous fluid medium. There are two types microstreaming: Eckart streaming and Rayleigh streaming. The former takes place in a relative large fluid system; the dimension of the system is much greater than the wavelength of the ultrasound, while the latter occurs in a smaller system whose dimension is smaller than the wavelength. Rayleigh streaming is also called the boundary associated streaming; it usually happens in proximity of a boundary layer. Rayleigh streaming usually has the vortex-type flow. Figures 4 and 5 contain its typical patterns. This review emphasizes the latter.
Acoustic streaming is used to promote fluid mixing in engineering applications. Recent development of the microfluidic devise make Rayleigh streaming broadly used in biomedical research. Sonoporation is a relatively new bio-technology; it takes advantage of Rayleigh streaming in the vicinity of an insulated microbubble. The microfluidic device, due to its small scale, just needs a small quantity of liquid cell sample for testing. The ultrasound source suitable for a microfluidic system is the surface acoustic wave of high frequency (for example about 20 MHz); therefore, the wavelength could be as small as submicron, which matches well with nanotechnology, and has a great potential to develop further in future. Reparable sonoporation is used in targeted drug delivery. The microfluidic device provides an ideal system for in vitro targeted drug delivery to test the efficacy of newly-developed drugs. The bottom (b) is color-coded acoustic streaming field distribution in the same system adapted from [48] . Reproduced with permission from [33] .
Ultrasound Promotes Fluids' Mixing within Microfluidic Devices
As shown in Figure 6a is a cylindrical Pyrex tube with inner and outer diameters of 34 mm and 36 mm, respectively, which was sealed at one end. An ultrasound transducer of radius b = 12 mm is placed at the other end [33] . The sealed end is referred to as the impingement surface, since the ultrasound waves impinge on this surface and are partially absorbed into the end-wall material. Different end-wall materials such acrylic or polyurethane were used for the impingement surface of 25 mm thick. The Pyrex tube was placed in a rectangular Pyrex tank, measuring 9 cm × 9 cm × 7 cm. The cylindrical vessel was placed on a layer of 6 mm thick polyurethane, which was then placed on the 4 mm thick Pyrex bottom of the rectangular tank. This arrangement ensures negligible heat transfer through the bottom of the cylindrical vessel. The fluid velocity field in this case is generated by an ultrasound transducer along the axis of a cylindrical container of radius L as shown in Figure 6b . The transducer was excited at 2.25 MHz with a 10% duty cycle tune-burst voltage. The fluid flow field was measured using a planar particle image velocimetry (PIV) system, consisting of a double-pulsed Nd:YAG laser (New Wave, Solo PIV II15, New Wave Research, Inc., Fremont, CA, USA), a digital synchronizer, a cross correlation camera with 1376 × 1024 pixel resolution, a 7000 NAVITAR TV zoom lens (Navitar, Inc., Rochester, NY, USA), and the TSI Insight 3 G software (TSI Incorporated, Shoreview, MN, USA) for data processing. The fluid was seeded with 1.5 µm mean diameter Cospheric FMO Orange Fluorescent Microsphere (Cospheric LLC, Santa Barbara, CA, USA) seeding powder, with a density of 1.3 g/cm 3 . PIV images were taken in a vertical plane passing through the mid-point of the ultrasound transducer, with a time separation of between 2.5 and 30 ms between consecutive images in an image pair. Vector field frames were generated at a rate of 4.8 frames/s, which is a typical acoustic streaming field generated by a single ultrasound transducer [48] ; it resembles the acoustic streaming field observed by Nowicki et al. [49] . One evident feature is the streaming velocity; its gradient becomes the greatest near the walls where the viscous boundaries locate, which is consistent with the numerical calculations recently reported by Marshall and Wu [6] .
Conclusions
In this work, a brief review of the basic mathematic theory is provided to describe how boundaryassociated acoustic streaming can be formed, and a DC fluid flow can be generated by an AC ultrasonic wave. Two necessary conditions for forming an acoustic streaming are: (1) Nonlinear wave propagation; and (2) A viscous fluid medium. There are two types microstreaming: Eckart streaming and Rayleigh streaming. The former takes place in a relative large fluid system; the dimension of the system is much greater than the wavelength of the ultrasound, while the latter occurs in a smaller system whose dimension is smaller than the wavelength. Rayleigh streaming is also called the boundary associated streaming; it usually happens in proximity of a boundary layer. Rayleigh streaming usually has the vortex-type flow. Figures 4 and 5 contain its typical patterns. This review emphasizes the latter.
Acoustic streaming is used to promote fluid mixing in engineering applications. Recent development of the microfluidic devise make Rayleigh streaming broadly used in biomedical research. Sonoporation is a relatively new bio-technology; it takes advantage of Rayleigh streaming in the vicinity of an insulated microbubble. The microfluidic device, due to its small scale, just needs a small quantity of liquid cell sample for testing. The ultrasound source suitable for a microfluidic system is the surface acoustic wave of high frequency (for example about 20 MHz); therefore, the wavelength could be as small as submicron, which matches well with nanotechnology, and has a great potential to develop further in future. Reparable sonoporation is used in targeted drug delivery. The microfluidic device provides an ideal system for in vitro targeted drug delivery to test the efficacy of newly-developed drugs. 
